ImmunoFET (IMFET) biosensor is a simple platform for the detection of biotinylated products of polymerase chain reaction (PCR). Construction of the IMFET biosensor started with adsorption of 1.5 mg/mL of protein A (PA) onto the insulated gate surface of ISFET for 90 min. Next, the immobilized 1/500 dilution of anti-biotin antibody was adsorbed onto the PA layer for 60 min. The IMFET biosensor was subsequently ready for detection of the biotinylated amplicon. The IMFET biosensor showed highly specific binding to the biotinylated PCR product of the phaE gene of Haloquadratum walsbyi DSM 16854. The phaE gene is a biomarker of polyhydroxyalkanoate (PHA) producers that contain PHA synthase class III. The lowest amount of DNA template of H. walsbyi DSM 16854 that the IMFET biosensor could detect was 125 fg. The IMFET biosensor has a lower amount of detection compared with a DNA lateral flow biosensor from our previous study. The degree of linearity of the biosensor signal was influenced by the concentration of the biotinylated amplicon. The IMFET biosensor also has a short response time (approximately 30 times) to detect the phaE amplicon compared to an agarose gel electrophoresis. The IMFET biosensor is a promising tool for the detection of the biotinylated PCR product, and it can be integrated into a micro total analysis system (μTAS).
IMFET biosensor showed highly specific binding to the biotinylated PCR product of the phaE gene of Haloquadratum walsbyi DSM 16854. The phaE gene is a biomarker of polyhydroxyalkanoate (PHA) producers that contain PHA synthase class III. The lowest amount of DNA template of H. walsbyi DSM 16854 that the IMFET biosensor could detect was 125 fg. The IMFET biosensor has a lower
Introduction
Polymerase chain reaction (PCR) is a molecular method for amplification of a specific DNA sequence [1] . Amplification of DNA target relies on the use of different temperatures for the three steps of the reaction, denaturation, annealing and extension [1] . PCR is an in vitro assay that has been applied in many fields of research [2, 3, 4] . It also becomes a routine method for DNA analysis including diagnostic of certain infection and genetic diseases in clinical laboratory [5, 6] .
Besides, PCR has been applied in environmental research such as for screening of polyhydroxyalkanoate (PHA)-producing haloarchaea [7] . PHAs are utilized as bioplastics because they can be easily degraded by microorganisms [8] . Of the screening, PCR was performed for targeting a biomarker gene (phaE) of PHAsproducing haloarchaea [7] . Amplicon of the phaE gene can be observed on agarose gel electrophoresis (AGE), which was a time consuming assay and required a skilled person. A simple platform for the detection of PCR product was development such as DNA lateral flow biosensor. The combination of PCR and a DNA lateral flow biosensor reduces the cost and time for phaE screening [7] . Although the DNA lateral flow biosensor increases the speed required for phaE detection, the biosensor cannot be reused and requires a labeled PCR product [7] .
Therefore, non-labelling or reusable platforms for the PCR product detection is an interesting issue for development. The field-effect (FET)-based biosensor is an example device that can be modified for detection of non-labelling biomolecules [9, 10] . FET have been applied as a transducer for construction of biosensor including EnFET [11, 12, 13] , GenFET [14] and IMFET [15, 16] . The FET is useful to detect an electrical field changing when biomolecules have interacted with the insulated gate surface of FET [17, 18] . The ion-sensitive field-effect transistor (ISFET) is an electronic transducer that has been applied to a biosensor. This biosensor-based ISFET-transducer is available for various types of biomolecule detection, such as DNA, proteins and organic compounds [19, 20, 21, 22] . ISFET was first developed to measure ion concentration [17] .
Biomolecules, such as an antibody, can be immobilized on the ISFET gate to detect a specific antigen [21] . Biomolecules could be immobilized on the sensing Article No~e00188 membrane of ISFET using cross-linker molecules such as poly-L-lysine (PLL) [9] , (3-aminopropyl)triethoxysilane (APTES) [15] , protein A (PA) [19] , etc. PA is a cell surface protein of Staphylococcus aureus. It consists of a single polypeptide chain (42 kDa of MW) [23, 24] . PA has high affinity for Fc fragment of immunoglobulin G (IgG) from a large number of species such as human, mouse, monkey, rabbit, etc. [17, 18, 20] . PA could be immobilized on a solid support including acrylic or silica beads are often development for monoclonal and polyclonal IgG purification [21, 22, 25] .
The aims of the present study were to develop a simple electronic platform for detection of biotinylated PCR products of the phaE gene. ISFET was a transducer for the biosensor development. Protein A was applied for a cross-linker of the transducer and biorecognition molecule (anti-biotin antibody).
Materials and methods

Bacterial genomic DNA
Genomic DNA of Bacillus megaterium DSM 319, Cupriavidus necator DSM 428, Escherichia coli ATCC 25922, Pseudomonas aeruginosa ATCC 9027 and Streptomyces hygroscopicus BTCC 7028 were obtained according to Muangsuwan et al. [7] . Genomic DNA of Haloquadratum walsbyi DSM 16854 was obtained from the Lieibniz Institute DSMZ-German Collection of Microorganisms and Cell Cultures.
Polymerase Chain Reaction
PCR was performed to amplify the phaE gene of PHA-producing haloarchaea according to Muangsuwan et al. [7] . Genomic DNA of H. walsbyi DSM 16854 was used as a positive control. H. walsbyi DSM 16854 is a halophilic archaeon that is able to produce PHA, and it also contains the phaE gene [7] . The forward primer (PhaE3A-F) was labeled with biotin at the 5′-end, while the reverse primer (PhaE3A-R) was not labeled. Thus, the phaE gene amplicon (224 bp) contained a biotin only at the 5′-end. The PCR product was analyzed using an agarose gel electrophoresis and visualized under a UV transilluminator according to Muangsuwan et al. [7] .
Measurement of the gate voltage of ISFET
The gate voltage shift (ΔV G ) of ISFET was monitored using the digital multimeter (Trektronik, DMM4050, USA). PBS buffer pH 7.4 (Calbiochem, 524650, Germany) was a buffer for the measuring process. The ISFET pH sensor, Ag/AgCl reference electrode, and read-out circuit box were obtained from the ISFET pH Sensor Kit (Winsense, WIPSK, Thailand). They were interconnected 
Adsorption of anti-biotin antibody on PA layer
Ten microliters of an anti-biotin antibody (Santa Cruz Biotechnology, sc-57636, USA) was adsorbed onto the PA layer at room temperature for 60 min. The optimum concentration of the anti-biotin antibody was determined by adsorption onto the PA layer by dilution of the anti-biotin antibody to 1/250, 1/500, 1/1000, 1/1500 and 1/2000-fold. The optimum incubation time for adsorption of the antibiotin antibody onto the PA layer was determined by varying the incubation time for 30, 60, 90 and 120 min.
Construction of the ISFET-based biosensor for detection of a biotinylated amplicon
First, the insulated gate surface of the ISFET was cleaned with 0.5% w/v of sodium dodecyl sulfate (SDS) and 70%v/v ethanol. Second, 1.5 mg/mL of PA (Sigma, P6031, Germany) was immobilized onto the insulated gate surface of ISFET for 90 min. Excess PA was removed by phosphate buffered saline (PBS) pH 7.4. Next, a 1/500 dilution of the anti-biotin antibody (Santa Cruz Biotechnology, sc-57636, USA) was adsorbed onto the PA layer for 60 min. An excess amount of anti-biotin antibody was removed using PBS buffer pH 7.4. The biosensor was ready for testing with the biotinylated PCR product.
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Optimization of the incubation time for biotinylatedamplicon detection
The biotinylated amplicon of phaE was used as a positive control. The negative control was obtained by non-amplifying PCR product that used deionized water instead of DNA template. Ten microliters of PCR product was added to the biosensor at room temperature for 1, 2, 5 and 10 min.
Specificity testing of the biosensor for phaE amplicon detection
The phaE gene amplicon was obtained by PCR according to Muangsuwan et al. [7] . Genomic DNA that had been used for a positive control was obtained from H.
walsbyi DSM 16854. Sterile deionized water was added to the PCR mixture, instead of genomic DNA, to be used as a no template control (NTC) reaction. The genomic DNA of bacteria that cannot produce PHA was designated as negative control group 1 (NC1). The NC1 group included E. coli ATCC 25922 and S.
hygroscopicus BTCC 7028. Negative control group 2 (NC2) included bacteria that can produce PHA but did not contain the phaE gene. The NC2 group contained B. megaterium DSM 319, C. necator DSM 428 and P. aeruginosa ATCC 9027. Ten microliters of the PCR product was incubated in the biosensor at room temperature for 10 min. The biotinylated PCR product was bound to the anti-biotin antibody that had been immobilized on the top layer of the biosensor.
Sensitivity testing of the biosensor for phaE amplicon detection
The genomic DNA of H. walsbyi DSM 16854 was diluted in sterile deionized water. The genomic DNA was diluted to 1,000 fg/μL, 500 fg/μL, 250 fg/μL and 125 fg/μL. Each dilution of the genomic DNA was used as a DNA template for the PCR reaction, which has been described previously by Muangsuwan et al. [7] . Ten microliters of the biotinylated amplicon was incubated in the biosensor at room temperature for 10 min.
Data analysis
Data obtained from six independent experiments and twenty devices. Each data point was expressed as mean ± SD. The data were fitted with nonlinear regression analysis. Statistical differences were calculated using ANOVA followed by Tukey- Various concentrations of PA were tested and the results showed that the ΔV G was gradually increased after PA had been adsorbed onto the insulated gate surface of ISFET ( Fig. 1 and Table 1 ). The ΔV G ranged from +3.500 ± 0.506 to +13.438 ± 0.282 mV ( Table 1 ). There was no significant different of ΔV G were observed between 1.5 mg/mL and 2.0 mg/mL (P < 0.05). Then, 1.5 mg/mL of PA was the selected concentration for the construction of the ISFET biosensor. The ΔV G of ISFET increased to +12.500 ± 0.237 mV after 10 μL of 15 μg PA had been immobilized on the insulated gate surface of the ISFET ( Table 1 ). The optimization of incubation time for adsorption of 1.5 mg/mL PA was observed for 30, 60, 90, and 120 min. The results showed that the increasing of ΔV G was time dependent. The ΔV G was gradually increased from 30 to 90 min. However, there was no significant different change in ΔV G between 90 min and 120 min (P < 0.05). Therefore, the optimum incubation time for adsorption of the PA solution onto the insulated gate of ISFET was 90 min, which yielded +20.917 ± 0.401 mV of ΔV G (Fig. 2 increased after anti-biotin antibody had been adsorbed onto the PA layer of the ISFET ( Fig. 3 and Table 2 ). The ΔV G value ranged from +1.604 ± 0.533 to +15.688 ± 0.511 mV ( Table 2 ). The highest ΔV G value was obtained from 1/250 dilution of anti-biotin antibody (+15.688 ± 0.511 mV) with significant higher than those of others studied dilution (P < 0.05). However, the 1/500 dilution of anti-biotin antibody was a selected dilution for the study. Because, it required less amount of the antibody but yielded enough signal for the IMFET biosensor development. The ΔV G of ISFET was increased to +14.438 ± 0.360 mV after 10 μL of 1/500 dilution of the anti-biotin antibody had been immobilized onto the (Fig. 4 and Table 2 ) whereas at 90 and 120 min the yield of ΔVG did not showed any significant different (P > 0.05).
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Optimization of the incubation time for biotinylatedamplicon detection
The ΔV G of the ISFET-based biosensor was observed after the PCR products had been incubated in the biosensor (Fig. 5 and Table 3 ). The ΔV G of the biosensor was decreased when it was tested with the biotinylated PCR product (positive control). However, the opposite result (increasing of the ΔV G ) was observed when the negative control was tested in the biosensor (Fig. 5 and Table 3 ). Zero mV of the ΔV G was the critical value that determined the detection results. The results indicated that one minute of the incubation time was sufficient to determine the detection results. The ΔV G was significantly decreased to −5.771 ± 0.827 mV when the biotinylated PCR product was incubated for one minute as compared to negative control (P < 0.05, Table 3 ). However, agarose gel electrophoresis required 30 min for analysis of the PCR result.
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Specificity and sensitivity testing of the biosensor for phaE amplicon detection
The biosensor displayed a high specificity to the PCR products that contained the phaE amplicon ( Fig. 6 and Table 4 ). The ΔV G of the positive control was decreased to −7.875 ± 0.354 mV. The ΔV G of the no template control was increased to +8.125 ± 0.354 mV ( Table 4 ). The lowest amount of the DNA template for PCR that the biosensor could detection was 125 fg, which yielded the ΔV G of the biosensor to −11.250 ± 0.886 mV ( Fig. 7 and Table 5 ). Table 3 . Optimization of the incubation time for biotinylated-amplicon detection. hygroscopicus BTCC 7028.
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Discussion
Microbiological methods, such as culturing and microscopy, are essential tools for the screening of PHA-producing haloarchaea. These methods require expertise and time to perform the experiments. Fast and accurate methods, such as the DNA lateral flow biosensor [7] and ISFET-based biosensor, have been developed for screening of the PHA-producing haloarchaea. The ISFET-based biosensor is a promising application for direct electrical detection, and this approach does not require a complicated procedure and has high detection sensitivity [26] . Resistance of the ISFET channel depends on the electric field that activates the insulated gate membrane or sensing membrane. The electric field is generated by an accumulation of charged molecules from a reaction solution [27] . The intrinsic carrier, such as an electron that is available in the ISFET channel, can be moved when the sensing membrane of the ISFET binds to a charged target molecule [26] . In the present study, the ISFET-based DNA-sensor is an immunoFET (IMFET)
biosensor. This biosensor was developed for the detection of a biotinylated PCR product. The schematic of the IMFET biosensor development is shown in Fig. 8 . The IMFET biosensor utilizes the anti-biotin antibody as a biorecognition molecule and use PA as a cross-linker. There are two essential steps for construction of the IMFET biosensor. The first step is PA immobilization and the second step is binding of anti-biotin antibody onto the PA layer (Fig. 8) . The aims of using PA as a cross-linker because it adsorbs well on solid surface and has a binding specificity to the Fc fragment of IgG [24, 25, 28] . Mouse monoclonal IgG 2b of the anti-biotin antibody was a selected isotype for the experiment because it has strong affinity binding to PA [25] . Fab fragment of the antibody was turned up when Fc fragment was bound onto the PA layer (Fig. 8) . Therefore, a positive result was obtained when the biotinylated PCR product was bound to the anti-biotin antibody (Fig. 8) . Accumulation of the negatively charged DNA molecules (PCR product) affected the electrical field across the sensing membrane of IMFET, which resulted in a decrease in the ΔV G . However, the ΔV G of IMFET was increased when there was no PCR product bound to the sensing membrane. Only the biotinylated primer accumulated onto the sensing membrane of IMFET (Fig. 8) . Ionic strength of the buffer is one important parameter that affects to the sensitivity of ISFET [16] .
Consequently, the Debye radius (λ D ) should be considered before performed the experiments. It is necessary for ISFET measurements because the biological sensing should take place within the λ D [21] . Therefore, a low ionic strength buffer such as PBS had been applied for FET measurement. Moreover, the sensing membrane of the IMFET biosensor can be cleaned with a Piranha solution [29, 30] .
The transducer of the biosensor can be reused several times by re-immobilization of PA and the anti-biotin antibody onto the cleaned sensing membrane. The reusing of the transducer led to reduce the cost of IMFET biosensor production.
The IMFET biosensor can detect the biotinylated phaE amplicon at a lower amount of the DNA template (125 fg) compared with the DNA lateral flow biosensor (250 fg [7] ). It was found that the degree of linearity of the IMFET biosensor signal was influenced by the concentration of the biotinylated amplicon (Fig. 7B) . The IMFET biosensor can also be utilized as a platform to detect biotinylated PCR products. The apparatus for this platform is smaller than an electrophoresis apparatus. The biosensor is simple to use and requires a short response time (1-10 min) to detect biotinylated PCR products. Therefore, the IMFET biosensor may be integrated into a lab-on-chip to detect biotinylated amplicons.
[ ( F i g . _ 8 ) T D $ F I G ] and (5) the biotinylated primer bound to IMFET biosensor (negative result).
